Introduction
For the aerodynamic assessment of fine particles and characteristics, the British Pharmacopeia (BP) allows the use of four different apparatus. These include the twin glass impinger, multi-stage liquid impinger, Anderson cascade impactor (ACI) and next generation impactor (NGI). Impactors collect particles as they 'impact' on a dry impaction plate or cup. Impingers, in comparison, consists of a liquid collection surface. 1 Using these apparatuses to the standards of the BP, a direct link can be made with the mass of therapeutically active pharmaceutical ingredient (API) and particle aerodynamic size. This can be used as an indication of where deposition occurs in the respiratory tract. 2 The twin glass impinger is used for research in academia due to its simplicity, ease of operation and assembles. It is a two-stage separation device which divides the dose emitted into respirable and non-respirable portions. The upper region mimics the oropharynx and throat, and a lower region as the deep lungs. 3 The next generation impactor is a new product designed to be used by pharmaceutical industries for the testing of inhalers. 4, 5 The NGI provides an alternative to the ACI and is less labor-intensive. The NGI consists of eight nozzle pieces corresponding to seven size-fractionation stages and a microorifice collector (MOC) that collects extremely small particles, which requires a filter in other impactors. At a flow rate of 60L/min, the cut-off stages 1 to 7 is 8.06μm, 4.46μm, 2.82μm, Background and objective: The British Pharmacopoeia contains four apparatus for testing inhalers. Two of these are the next generation impactor, and the twin glass impinge which differs in their use. The next generation impactor apparatus should ideally have at least five stages; even though the twin glass impinge has only two stages, it is still listed in the British Pharmacopoeia. The next generation impactor is more accurate, reliable and sophisticated than the twin glass impinger. This study gives a detailed comparison of the two pieces of equipment. Methods: Carriers including mannitol, lactose monohydrate, trehalose and sucrose with active pharmaceutical ingredient; salbutamol sulphate were delivered by dry powder inhaler using the next generation impactor and twin glass impinger at a constant flow rate of 60L/min. Results: The twin glass impinge respirable fractions of the powders were higher than the next generation impactor for each carrier. As expected, mannitol powder had the lowest percentage remaining in the capsule compared to lactose monohydrate, trehalose and sucrose had the greatest percentage remaining for both inhaler devices. Conclusion: Even though both apparatus are important for in-vitro studies of drug delivery into the lungs using inhaler devices, the next generation impactor is better suited when a specific size range is required. The twin glass impinger is useful for simple inhaler testing, and the inclusion within the British Pharmacopoeia is justified. Keywords: Twin glass impinge; Next generation impactor; Dry powder inhaler. 1.66μm, 0.94μm, 0.55μm, and 0.34μm, respectively. 6 The NGI is coupled with an induction port and a pre-separator in inhaler testing. The purpose of the induction port is to mimic the oropharynx of an adult, whereas the pre-separators used to capture carrier-bound API particles which are much larger than carrier-free API particle. 7 Salbutamol sulphate is a bronchodilator which dilates the bronchi and bronchioles for the treatment of short-term asthmatic patients. 8, 9 The optimum particle size required for deposition into deep lungs is 2-6 µm. 10 Carriers are used to enhance the powder flow which improves the dosing accuracy of the drugs. 11 This study compares the in-vitro testing of the amount of drug delivery between the twin glass impinger and the next generation impactor using a dry powder inhaler. It also compares the delivery efficiency of four different carriers including mannitol, lactose monohydrate, trehalose and sucrose of the drug into the lungs.
Firstly, the twin glass impinge was tested. Each experiment used two capsules, and each containing 25mgof the powder were weighed. The flow rate was adjusted to 60 L/min using Critical Flow Controller Model TPK 2000 and Flow Meter Model DFM 2000 (Copley Scientific Limited, Nottingham, UK). At this flow rate, the cut-off aerodynamic diameter between the upper and lower stages of the impinger is 6.4μm. Particles below this size will deposit in the lower stage and regarded -respirableˮ or in -fine particle fraction (FPF)ˮ. 3 Two capsules each containing approximately 25 mg of the powdered formulation were loaded into size 3 hydroxypropyl methylcellulose (HPMC) capsulesindividually installed in the inhaler device. The monodose inhaler device was attached to the impinger containing 7 and 30 ml of deionized water in stages 1 and 2, respectively to collect the aerosolized powder. Each capsule was actuated
Results
The results obtained from HPLC analysis were multiplied by the dilution factor and divided by the amount of drug put into the formulation. This gave the amount of drug deposited in each section of the apparatus. An average and the standard deviation were calculated for each carrier. Tables 1  and 2 illustrate the average percentage of the drug deposited in each section of the twin glass impinge and NGI respectively.
The percentage of powder remained in the capsule were lower (P = 0.003) for mannitol formulation compared to lactose, trehalose and sucrose formulations of the twin glass impinge and NGI, respectively. In contrast, the fraction of powder deposited in the lower part of impinger and impactor were lower (P ˂0.001) for mannitol compared to other carriers which indicate the higher deposition of mannitol in the upper compartments. Since the twin glass impinges canonly able to separate the deposited dose into respirable (lower part), and non-respirable dose (upper part), the sections from the NGI were also grouped into respirable and non-respirable doses. The mouthpiece, induction port, pre -separator, 1 st , and 2 nd cups were grouped into the non-respirable dose. Any deposited dose from the 3 rd cup to the MOC was grouped into the respirable dose. Table 3 shows a comparison between the respirable and non-respirable doses observed for all of the four carriers with the two apparatus. Results from Table 3 shows that the respirable fraction of twin glass impinger was higher (P = 0.041) than values for NGI. Moreover, no significant differences (P ˃0.05) were found between the amount of powders deposited in the capsule (P = 0.663), device (P = 0.603) and non-respirable (P = 0.560) compartments. A further comparison can be made when observing the respirable and non-respirable doses of each carrier individually. Both pieces of equipment were also grouped in the same way. Table 4 shows a comparison between the respirable and non-respirable doses for each carrier tested with the twin glass impinger and the NGI. Table 4 elucidates that the respirable fraction for twin glass impinger was significantly higher than the values for NGI in all carriers. Furthermore, the results revealed no significant differences between twin glass impinger and NGI for the amount of powders deposited in the capsule, device and non-respirable compartments. Table 1) . The respirable percentage of the dose when tested using the twin glass impinger is seen to be similar between three of the four carriers lactose monohydrate, trehalose and sucrose (46.48±1.22%, 45.08±1.22%, and 47.74±0.73%, respectively) (P = 0.063). This is also the case when lactose monohydrate, trehalose, and sucrose were tested using the NGI (31.03±5.17%, 33.27±5.31%, and 32.01±6.16%, respectively)(P = 0.887). The totals for each of the three carriers are slightly lower than the twin glass impinger (Table 4 ). This suggests that any of the three carriers would produce a similar percentage of smaller drug particles, which are able to reach the lower part of the lungs. 15 In both the apparatus, thelactose monohydrate, and trehalose exhibited small differences in the percentage of non-respirable dose, whereas sucrose showed a much higher percentage in non-respirable dose (Table 4) . Although the respirable dose between them was similar the use of sucrose leads to a greater percentage deposited in the mouth and oropharynx region compared to lactose monohydrate and trehalose. 16 In addition to the variation seeing between the carriers used, differences were also seen between the two apparatus (Table 3) . Similar amounts of the API were found in the capsules and device; however, there were differences in respirable and nonrespirable regions of each apparatus. The similarities in the results obtained for the capsules and device of both NGI and twin glass impinger would be expected, as they are independent of the two apparatus. When comparing the API deposited in the respirable section, the NGI recorded a lower percentage than the twin glass impinger. As mentioned earlier, the sections in the NGI were grouped together to separate them into respirable and non-respirable, in order to compare it to the twin glass impinger. As the cut-off points between the two apparatus are different, This study shows several differences between the outcomes of each carrier. These differences were seen in both the twin glass impinger and the NGI. In the twin glass impinger, it is evident that the majority of the mannitol carrier particles appeared to be in the upper chamber (64.15±5.46%), with the lowest percentage in the other three sections (P = 0.003) ( Table 1 ). Salbutamol-mannitolcomplex had deposited a greater percentage in the region which is considered non-respirable, particle size diameter >6.4µm. Another observation from Table 1 is that a lower percentage of the drug remained in the capsules. A similar result was obtained when mannitol was used as a carrier in the NGI ( Table 2 ). The majority of the API was deposited in the mouthpiece, induction port, and pre-separator. The first two cups (74.94±9.92%) which are in all regions that would be considered non-respirable (Table 4 ) collected particles >4.46µm, and barely any API remained in the capsules (1.35±0.35%). The similarity between the two pieces of equipment when tested with mannitol is highlighted in Table 4 . Generally, the powder remained in the capsule due to agglomeration. This is more likely to occur in hygroscopic particles. The lack of powder remaining in the capsules with mannitol and the large amount remaining in the capsules with lactose monohydrate is due to mannitol being less hygroscopic than lactose monohydrate. 12 Furthermore, the higher amount of emitted drug dose can be attributed to the appropriate composition and good flow properties of the mannitol powder. These findings indicate the higher tendency of lactose monohydrate powders to stick to the capsule and DPI device wall compared to mannitol powders. Agglomeration is more likely if the particles were of a smaller size. 13 Hence, these observations together suggest that the API-mannitol complex forms a larger and coarser particle size diameter than the other carriers.
14 Further analysis of the Discussion an assumption was made that any particles <4.46µm would be considered as a respirable percentage of the dose. The twin glass impinges in comparison considers particles <6.4µm to be respirable, which does not match with the NGI. As the cut-off point for the NGI is lower than the cut-off point for the twin glass impinger, it can be assumed that a greater percentage of the dose would be considered respirable in the twin glass impinger. This would be due to the twin glass impinger considering particles between the sizes of 4.46-6.4µm to be respirable, whereas the NGI does not. There are several reasons for why the percentage of API left in the capsules was high in some cases. These include the presence of moisture and the particles clumping whilst the powder was initially placed in the capsules. Due to both of these factors, the particles coagulated and could not be sucked out. Another factor may be the absence of an airtight seal between the mouthpiece and device leading to poor suction.
This study has shown that NGI gives more details regarding the particle size distribution. In comparison, the twin glass impinger produced results which could be considered cruder. The twin glass impinger was easy and quick to use and gave similar results to the NGI. The NGI is more complicated and expensive, but if a specific particle size range is required, it is a more suitable for choice. Both apparatus are applicable for pulmonary drug delivery as indicated by dry powder inhaler testing. There were no significant differences between the respirable fractions of drug using different carriers. The greatest hindrance was the difference in cut-off points between the two apparatus. In order to overcome this problem, the delivery of the powder having uniform particle size distribution could be considered to provide a reference value to estimate the percentage of particles that would be under or over a certain cut-off point.
Conclusion
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